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Optical coherence tomography is a fast, non-invasive technique of structural analysis 
utilising near-infrared radiation. Examples of using OCT, for obtaining cross-sectional 
images of objects of craftsmanship and an easel painting have been shown. Issues 
regarding the technique of execution and destruction phenomena were resolved non-
invasively. In some cases, the secondary alterations can be identified and localised 




1 Introduction and apparatus 
 
1.1 Fundamentals of OCT technique 
 
Optical coherence tomography (OCT) is an optical interferometric technique originating 
from diagnostic medicine at which it is a well-established method [1, 2]. Relatively early 
after its invention OCT was used for the examination of artworks: this application is 
reported in the literature since 2004 [3]. It uses light of very low temporal coherence 
(broad spectrum) in order to provide high in-depth resolution and simultaneously of high 
spatial coherence to ensure high sensitivity. There are many configurations in use: in the 
most common one a Michelson interferometer is utilised with a broadband infrared light 
split between an object beam and a reference beam. The narrow object beam  
penetrates the examined artwork and is reflected or scattered at its internal features. 
After returning to the instrument it is superimposed with the reference beam, and thus 
the interference signal is obtained. It may be detected spectrally (Fourier domain 
systems with the constant length of the reference arm of the interferometer) or 
temporarily at the single detector (Time domain system with the variable length of the 
reference arm). A list of applications of optical coherence tomography to the 
investigation of various cultural heritage objects can be found elsewhere [3-5]. 
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For examination of the objects presented in this study we have used the system 
designed and built especially for the examination of cultural heritage objects under 7FP 
Charisma project at N. Copernicus University in Torun, Poland. It is a Fourier domain 
OCT instrument with a spectrograph used as a detector. As a light source the instrument 
utilises superluminescent multi-diode emitting in band 770–970 nm providing the beam 
intensity up to 800 µW at object. This irradiation level is considered non-invasive even 
for light-sensitive materials. In practice, the ability to differentiate thin layers is denoted 
by the axial (in-depth) resolution, which equals ca 2.2 µm (in material of refractive index 
equal to about 1.5). Lateral resolution (the ability to differentiate between structures 
occurring close  to each other in lateral plane) is about 13 µm. These features make our 
instrument especially well-suited for the examination of thin-layered structures, such as 
easel paintings. The axial imaging range is 1.7 mm and sensitivity 98 dB. The distance 
to the examined object from the most protruding element of the device is 43 mm and the 
structural information from the area up to 17×17 mm2 may be acquired in one 
measurement. Data collection time for one 2D cross-section (B-scan) is 0.15 s. Two 
standard video cameras enable the precise documentation of the position of examined 
area at the object. 
 
Nowadays, the requirement for non-invasiveness of examination techniques (not 
interfering with the substance of the artwork in any way) is an important issue in 
conservation science. There have been no systematic studies on this matter regarding 
OCT, although it may be assumed that the intensity of the probing beam proclaimed 
safe for the human retina (according to the American National Standards Institute 
regulations [6]) may be considered safe for any kind of artwork.  
 
Additionally, OCT provides better representativeness of results (in comparison to 
traditional, invasive sampling methods) due to the fast data collection and no need for 
any special object preparation (Fig. 1). Usually sampling is permitted only to spots where 
some damage has occurred previously or, in case of easel paintings, areas of lesser 
visual importance. OCT provides structural information from the spots which cannot be 
sampled, and, in cases when sampling is still required, helps to limit it to few 
representative spots. 
 
Unfortunately, the diversity of objects being within a circle of interest is in case of 
OCT limited by the properties of the materials constituting the artwork. The major 
limitation of what may be examined with OCT lies in the transparency of subsurface 
structures of the object [7, 8] to infrared radiation. This drawback practically excludes 
some areas of objects or even whole groups of objects. For example, within the same 
painting one may find areas with paint layers permeable for OCT radiation and enabling 
deeper imaging, whereas in other spots only the transparent varnish layer is discernible 
in the tomogram. It has to be noted, however, that some objects that are in principle not 
permeable for infrared, had been to certain extend examined with success; such 
examples are stones [9, 10] and wall paintings [11]. 
 
Additionally, raising sensitivity of modern Fourier Domain instruments results in 
gradual increasing of the number of accessible objects.  
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Figure 1. An in-situ examination of Raphael’s La Muta in 2014 at Opficio delle Piere 
Dure in Florence, Italy with the portable OCT tomograph constructed at Nicolaus Copernicus 




1.2 Interpretation of the tomograms 
 
The OCT results are usually presented as cross-sectional views, although some other 
post processing of the data enables revealing additional features of the object.  
The structure of the examined object is shown in a false colour scale: warm 
colours correspond to high scatter/reflection of the probing light, whereas cold colours 
mark areas with low scatter. Transparent media (e.g. clear varnishes, glass or air above 
the surface of the examined object) or areas located beyond the range of penetration 
are shown dark. The ‘strongest’ line is usually the air-artwork interface with semi-
transparent layers underneath. 
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It is important to note that the distances along the probing beam are seen in OCT 
as optical ones. Therefore, to measure true axial distances within the structures in the 
object (e.g. the layers’ thicknesses) one has to divide a distance obtained with the scale 
bar by the refractive index of the material (for most painting materials ca 1.5). 
Additionally, since the OCT scans tend to cover a relatively large area (up to 15 mm2), 
the axial (in-depth) scale is elongated comparing to the lateral one. 
 
1.3 Additional post-processing of OCT data 
 
If series of 150 adjacent scans is collected over an area, they comprise a 3-D cube of 
data points, which can be further processed with the technique called gate imaging 
described in detail elsewhere [12]. In brief: the slice of voxels of a given thickness (gate 
width) can be extracted from the data cube at a given depth (gate depth), always parallel 
to the surface of the painting and thus independently of its tilt. The ‘slice’ is averaged 
and presented in the false colour scale in a form of a 2-D en face image (map). This 
mode of data presentation is in many cases of a great help, e.g. for imaging of the 
retouchings and overpaintings [12], showing the pattern of internal cracks, delaminations 
or other structures located within a thick layer of varnish [13, 14]. In some cases, the 
parameters of canvas (thread count) may be recovered from its imprint in the paint layer 
[12], which can be especially useful for the paintings which had been lined or transferred 
in their past and therefore there is no direct access to the original canvas. The imaging 
of underpaintings is also possible with the quality of the image superior to the standard 




2 Exemplary results of examination of artworks 
 
2.1 Objects of craftsmanship  
 
In many decorative techniques semi-transparent paints or lacquers were used to obtain 
three dimensional visual effects. For instance, Japanese nashiji technique (imitated in 
18th-19th c. Europe under the name of aventurine lacquer, or moraqqash in Islamic art) is 
based on embedding metal (usually gold) flakes in-between two layers of lacquers [16, 
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Figure 2. (a) Gilded wooden box decorated with depictions of quails and herbs, Japan, 19th/20th 
c., District Museum in Torun, inv. MT/DW/392. Inside of the box and the lid is decorated in 
nashiji technique. (b) OCT tomogram and (c) tomogram fragment, from the lid (see text for 
explanation). (d) microscopic image of the inside of the lid. 
 
Top layer of lacquer is easily recognizable and its thickness (under 100 μm) and 
magnificent homogeneity may be assessed. Bottom lacquer layer (onto which the gold 
flakes had been sprinkled) despite of being relatively thin (ca 15 μm) makes a smooth 
surface over the roughness of wood. Wooden support is non-transparent to OCT 
imaging, however since it scatters the probing light, time of returning of the signal to the 
OCT instrument varies, which creates the effect of ‘fading’ of OCT signal in the 
tomogram. Gold flakes are basically also non-transparent to the infrared radiation, 
however since they reflect the probing beam strongly instead of scattering it, due to 
multiple reflection of light between the gold and the surface of the upper lacquer an 
artificial ‘interface’ is visible beneath the gold flake (Fig 2c).  
 
Apart from providing knowledge on the technology and layers’ build-up OCT can 
be a useful tool for fast assessing of the artwork’s state of preservation. Revealing of 
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many destruction phenomena within the subsurface layers is possible provided that the 
materials are semi-transparent to near infrared radiation. Transparent and semi-
transparent glazes on ceramic objects (Fig. 3c) may be investigated in terms of its 
thickness and production faults  (like air bubbles). Also time-related cracks and 
delaminations are easily recognised due to the large leap of refractive index between air 
and lead glass which constitutes the glaze. Semi-transparent dirt deposits on the surface 
(right-hand side of the tomogram in Fig. 3c) scatter and partially absorb the OCT beam, 
but, in this case, do not hinder the visibility of the ceramic body underneath the glaze. It 
is worth to note that OCT can be of use in planning conservation-restoration of such 





Figure 3. (a) Ceramic tile, engobe, lead-based, copper-tinted glaze, Torun, 16th c.?, District 
Museum in Torun, inv. MT/ZK/1065, yellow rectangle marks the location of the microscopic 
image. (b) Microscopic image of the scanned area, yellow line marks location of the presented 
tomogram. (c) OCT tomogram 
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More subtle phenomena like, for instance, migration of iron compounds from the 
ceramic body to the bulk of the glaze (through fine cracks) can be understood thanks to 
the precise localisation of the examined spot, direct comparison of the tomogram with a 
microscopic photograph, and, last, but not least, taking into consideration the history of 
the object. In this case, the investigated tile was found among many other similar items 
on the archaeological site of the Teutonic Order Castle in Toruń during the excavation 
works in 1958-66. The castle ruins had been used as a wasteyard for the whole old city 
area since the middle 15th c., when the castle was demolished, up to late 19th century, 





2.2 Easel paintings 
 
Since most pigments are non-transparent to infrared radiation when applied in thick 
layers, practical applicability of OCT to conservation of paintings lies in the imaging of 
superficial secondary layers rather than in resolving the painting technique of the artist. 
Information on the build-up of varnish layers (which are usually secondary and often 
multiple in number) and/or overpaint layers added during some past renovations is 
crucial for planning of modern restoration treatment.  
 
In some cases optical coherence tomography may also help in authentication of the 
painting, usually as a complementary tool for some spectroscopic analyses. An 
interesting example of such an approach is resolving of the sequence of layers in the  
17th c. Dutch still life painting, signed J. Walscapele (Fig. 4a). The painting had been in 
the past subjected to many renovation/restoration treatments. Their effects were 
obscured by the already aged, yellowed and deteriorated varnish of strong UV-induced 
fluorescence (Fig. 4b). However, macro-XRF scanning revealed the presence of 
pigments not used earlier than 19th c.: of zinc and barium white in all the highlights (Fig. 
4c, 5e) as well as chromium green (in the area of the tablecloth). Apart from the 
abovementioned areas the other pigments identified were typical for the 17th c.: calcium 
based ground, lead white, vermillion, copper based green, ochres and umbers [19].  
 
OCT data were collected in 20 areas which were showing the presence of 
zinc/chromium. In most of the examined spots a highly scattering, yet infrared-
permeable layer was found between the varnishes. It seemed highly probable that it was 
a 19th c. overpainting. To confirm this hypothesis the microsample (Fig. 4d,e) was 
collected from the lower edge of the composition (from a perimeter of a paint-loss) as a 
reference for interpretation of the OCT data. The observation of the cross-section in 
visible light and under ultraviolet illumination (Fig. 4 d,e) confirmed that the secondary 
paint layer, in this case – dark green (marked 6 in Fig. 4 d, e, f) is located between the 
varnishes.  
 
Also it is a good example of how some layers differ in the photograph and OCT. Two 
varnish layers on top (7 in Fig. 4 d, e, f) are well discernible in OCT (in all examined 
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spots), whereas they are barely visible at the edge of the sample. Such problems may 
stem from various causes. First of all, OCT is sensitive to leap of refraction index 
between the layers as well as the presence of dirt, which acts as a light-scattering agent; 
in such cases the layers are well discernible in OCT tomograms. However, if they are 
too thin (under ca 3 microns) they will not be seen as separate ones. On the other hand, 
also the technique of preparation of cross-samples has some drawbacks – e.g. some 
varnishes are easily dissolvable in embedding resin or, if they are brittle and therefore 
susceptible to delamination during sampling and embedding.  
 
It is also important to note that although the information provided by the OCT data is 
restricted to superficial layers and doesn’t show true colours, the single scan covers 
much larger area than the sample and therefore the OCT results are more 
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Figure 4. Still life with a crab, Jacob van Walscapelle, 17th c., oil on canvas, 41x59 cm, Museum 
of Warmia and Mazury in Olsztyn. (a) Visible light; (b) UV-induced fluorescence; (c) macro-XRF 
scan of the whole picture showing distribution of zinc; (d,e) microphotographs of a cross-section 
of a sample collected from the area of a green tablecloth near the lower edge of the painting: 
visible light (d) and UV-induced fluorescence (e), magnification 100x. Description of layers: 1. 
ground layer, 2. underpaint, 3. blue paint layer, 4. primary varnish, 5. superficial dirt, 6. green 
paint layer (secondary); 7. two varnish layers. (f) OCT tomogram from the perimeter of sample 
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A common approach is to use the information obtained through minimal sampling to 
interpret the results of multiple non-invasive analyses. In case of the Walscapelle 
painting it proved feasible since the good state of preservation of the painting in its 
central part had excluded further sampling. However, the OCT data collected in zinc-rich 
areas of highlights (Fig. 5) enabled to precisely locate the zinc-containing layer (3 in Fig. 
5a, bright green colour in Fig. 5b) within the whole painting’s structure: it is lying 
between the varnish layers. This conclusion was additionally confirmed by the gate 
imaging technique (Fig. 5 b, c). The highlight on the rim of the silver plate (Fig. 5 d) 
consists of a paint layer lying 19 μm beneath the surface of the painting (Fig. 5 b), on top 
of varnish layer. At the depth of the primary paint layer, 66 μm under the surface (Fig. 5 
c) there is no paint layer in this shape. To conclude, in the case of Still life with a crab 
the synergistic use of structure analysis (by OCT) and surface-mapping (by means of 






Figure 5. Still life with a crab, Jacob van Walscapelle. (a) OCT tomogram from the area of the 
rim of the silver plate. Description of layers: 1. primary paint layer, 2. varnish, 3. zinc-rich 
(secondary) paint layer, 4. varnish, 5. two varnish layers; (b,c) coherence gate images – b:19 μm 
gate depth, 7 μm gate width, c: 66 μm gate depth, 7 μm gate width; (d) macrophotography of the 
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examined area, with dashed square marking the scanned area and yellow line marking the 
location of the tomogram; (e) macro-XRF scan (fragment) showing distribution of zinc, dashed 






Optical coherence tomography (OCT) is a non-invasive technique of structural 
analysis of objects partially transparent to infrared radiation. In this chapter we have 
presented the results of its successful use for establishing sequence and thickness of 
transparent or semi-transparent layers as well as deterioration phenomena and 
secondary coatings in varnished wooden object of craftsmanship, glazed ceramic tile 
and an easel painting. In the latter case, thanks to the gate imaging data post-
processing, visualisation of the pattern of overpaintings located within the object’s 
structure was possible. 
The other reported applications for cultural heritage objects involved examination 
of wall paintings [11], paintings on glass support [20], stained glass [21], semi-precious 
stones such as jade [22, 23] and amber.  
Another important application of OCT lies in its potential to monitor the conservation 
process: removing of secondary layers [24] as well as the consolidation treatment [25] 
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